In complex terrain, ground-based lidar wind speed measurements sometimes show noticeable differences compared to measurements made with in-situ sensors mounted on meteorological masts. These differences are mostly caused by the inhomogeneities of the flow field and the applied reconstruction methods. This study investigates three different methods to optimize the reconstruction algorithm in order to improve the agreement between lidar measurements and data from sensors on meteorological masts. The methods include a typical velocity azimuth display (VAD) method, a leave-one-out cross-validation method, and a linear model which takes into account the gradients of the wind velocity components. In addition, further aspects such as the influence of the half opening angle of the scanning cone and the scan duration are considered. The measurements were carried out with two different lidar systems, that measured simultaneously. The reference was a 100 m high meteorological mast. The measurements took place in complex terrain characterized by a 150 m high escarpment. The results from the individual methods are quantitatively compared with the measurements of the cup anemometer mounted on the meteorological mast by means of the three parameters of a linear regression (slope, offset, R 2 ) and the width of the 5th-95th quantile. The results show that expanding the half angle of the scanning cone from 20 • to 55 • reduces the offset by a factor of 14.9, but reducing the scan duration does not have an observable benefit. The linear method has the lowest uncertainty and the best agreement with the reference data (i.e., lowest offset and scatter) of all of the methods that were investigated.
Introduction
Doppler wind lidar (light detection and ranging) systems emit laser pulses that are reflected by aerosols in the atmosphere. This backscattered light has a frequency shift (the Doppler effect) due to the movement of the aerosols. The wind speed in direction of the laser beam can be calculated from the frequency shift using the Doppler equation. The alignment of the laser can be described by the azimuth and elevation angle. Ground-based lidar systems can be operated with different operating modes, such as staring, velocity azimuth display (VAD), plan position indicator (PPI) or range height indicator (RHI). The operating modes differ in how the two angles to each other are moved. In PPI mode the elevation angle is fixed and only the azimuth angle is varied over a small sector range. In RHI mode the azimuth angle is fixed and the elevation angle is varied. Both angles are fixed when a lidar operates in a so-called staring mode. The most common mode for commercial wind profilers is the VAD mode. In VAD mode, the azimuth angle is varied over a circle with a fixed elevation angle. The number In this study pulsed ground-based lidar systems were used, which performed modified VAD scans. In a VAD scan, the elevation angle is the half opening angle φ of the cone. The lidar devices determine, at selected points, the line-of-sight velocity v los (θ, φ, f d ), which is the projection of the wind velocity vector v(x, y, z) onto the normal vector n(θ, φ) of the laser beam (Equation (1) , the index indicates the axis direction). The line-of-sight velocity depends on the half opening angle φ, the azimuth angle θ and the measuring distance or focal distance f d . The normal vector is calculated as n(θ, φ) = [cos(θ) sin(φ), sin(θ) sin(φ), cos(φ)] = [n x , n y , n z ] = n(x, y, z) where n i is the component of the normal vector in i = x, y, z direction. The vector n(θ, φ) can also be expressed in Cartesian coordinates, which are mainly used in this study. The line-of-sight velocity is given by:
If v los is measured from multiple azimuthal directions and elevations, the wind velocity components u, v, w can be calculated. If these measurements are made from a single point and encompass a volume of the atmosphere, it must be assumed that u, v, and w apply at all points in the wind field, i.e., that the flow is homogeneous. This leads to errors in the determination of wind speeds in heterogeneous, "complex" flow. Bingöl [7] has shown with a simple mathematical model of a flow over a hill, that the error in the horizontal wind speed can be in the order of magnitude of 10%.
In order to reduce the error during data collection, multi-lidar systems [8] [9] [10] can be used. The multi-lidar systems measure simultaneously v los (x, y, z) at the same point. From this system of equations, the wind velocity components can be calculated without assuming the flow is homogeneous. The first simultaneous measurements with several lidar systems were carried out at the Musketeer Experiment 2007 in flat terrain [8] . Measurements in complex terrain were made during the Kassel Experiment 2014 [9] and during the NEWA campaign in Perdigão [11] . However, this measurement configuration is very cost-intensive (greater than 200,000e per lidar device), which is not affordable for site assessments. Furthermore, a large effort has to be made for a successful operation of the multi-lidar configuration [10] .
Another possibility to improve the measurements is to use wind field reconstruction models to better convert v los data into a wind vector or wind field [5, 12, 13] .
Finally, it is possible to use flow modelling to try to reduce differences between lidar measurement and traditional measurements when a campaign has already been completed. These typically focus on the use of commercial Computational Fluid Dynamics (CFD) programs to model flows and "correct" (in reality, "adjust") lidar measurements in complex terrain to better match point measurements from anemometers. Despite a continuing need to validate such tools in complex terrain, a 2015 study [14] concluded that with proper parametrization and flow modelling, flow simulations can be a useful tool in the post-processing of lidar measurements in complex terrain and this is likely to be an important approach in future [2] .
In this study, the main focus is on the use of ground-based lidar systems with VAD scan patterns with additional vertical measuring points. This paper introduces several modified measurement strategies and adapted evaluation algorithms to show that it is possible to reduce uncertainties without having to forego the advantages of ground-based lidar systems. The results were also used to explore three questions about the effect of the scan design:
1. Is the length of the trajectory circulation time important in the comparisons with the met mast? 2. Does the half opening-angle φ have an influence on the accuracy of the correlations? 3. Is the local resolution of the measurement points important for the result? Section 2 gives an overview over the measurement campaign, the test site and the methods used for the wind field reconstruction. In Section 3 the results of the comparison between the results of the investigated methods and the reference in-situ measurements are presented. The discussion of the results is in Section 4 and conclusions are presented in Section 5.
Materials and Methods
This study uses lidar data obtained during a measurement campaign in complex terrain in Southern Germany. This section provides an overview of the test site, the used measuring systems and the settings and scan patterns. Furthermore, the data preprocessing and data filtering will be discussed. Finally, the wind field reconstruction methods are presented.
Test Site and Measurement Campaign
The experiment was carried out in south-west Germany on the Swabian Alb. The Swabian Alb extends for around 100 km and can be categorized as a very hilly area consisting of high plateaus surrounded by a pronounced 100-150 m tall wooded escarpment known in the region as the Albtrauf. The measurements described here are centred on a 100 m high met mast in relatively flat land less than 1 km from a section of Albtrauf (Figure 1) . [15, 16] are also shown. The Albtrauf is between the two thicker elevation contours. [15, 16] are also shown. The Albtrauf is between the two thicker elevation contours. Ideally the lidar and met mast would have been co-located or the lidar would been positioned a few 10s of meters upwind of the met mast to avoid wakes. However, this was not possible in this study because the lidars required around 2 kW of power, which could not be supplied directly at the mast's location. Instead the lidars were located at a nearby farm building (visible in Figure 1a ), approximately ≈300 m from the met mast.
In a second short measurement period from November 2015 to February 2016 the SWE Scanner was installed at the foot of the met mast guy wires, approximately 48 m from the met mast on a bearing of 330 • . During this time the same configuration as in the main measurement period was used, but the number of pulses were lowered from 10,000 to 3000 to reduce the the scanning time. The met mast and both lidar systems were time synchronized with a GPS time signal.
Local Conditions
This site has been the subject of many coordinated studies [16, [18] [19] [20] . A small remotely-piloted aircraft was used to measure the flow conditions [18] . Detailed Detached-Eddy Simulations (DES) of the flow have been validated using different measurement methods [15, 16] . Wind tunnel tests and CFD simulations have also been to model the flow over the site [20] .
The wind at this site is mostly from the west to north-west ( Figure 2 ). Around 38% of winds are perpendicular to the Albtrauf, and so changes in wind direction of 10 • can result in significantly different inflow profiles downwind of the Albtrauf [21] .
Local conditions
The wind at this site is mostly from the west to north-west ( Figure 2 ). Around 38% of winds are perpendicular to the Albtrauf, and so changes in wind direction of 10• can result in significantly different inflow profiles downwind of the Albtrauf [21] . The goal of this study is to compare the data from the met mast and the lidar to assess different measurement and data processing approaches. It is therefore essential that there is minimal external influence on the results, for example as a result of differences in flow between the lidar and tower that might be introduced by the ground cover or the terrain. The impact of these differences can be judged using the International Electrotechnical Committee (IEC) 61400-12-1 Standard [2005, 22] for power performance testing of wind turbines, which quantifies the potential impact of obstacles as a function of size and distance. 1400m south-west of the mast there is a small forest (not visible in Figure  1 ) which according to the Standard is far away enough that it should not have an influence. East of the met mast, the terrain rises again up to a height of 720m above sea level. There are also several commercial wind turbines near to the mast which could influence the flow. These obstructions would therefore reduce the free stream sector (according to [22] ) from 171• to 341•. However, this large a sector still introduces the chance for flow differences between the devices.
Other studies of this site can be used to understand the podar location and the met mast. The vertical wind profile at the points M1-M4 in Figure 1a was simulated for wind from 295• using CFD that was validated against measurements from an unmanned aerial vehicle [15, 16] . Results from the CFD ( Figure 3 ) showed a speed-up of ≈ 20% at 100m above ground at M4, closest to the escarpment. At M3 the speed-up factor at 100m above ground is ≈ 1.15, while at M1 the speed up effect has disappeared and the vertical profile is fully recovered. From these profiles it can also be seen that the 100-m wind speed at M2 is within 2% of M1, i.e. the mean wind speed difference between M2 (near the lidar) and M1 (near the met mast) is minimal. Based on the results from the CFD study, it was decided to limit the data used to a 70• inflow wind direction sector from 245• to 315•. The goal of this study is to compare the data from the met mast and the lidar to assess different measurement and data processing approaches. It is therefore essential that there is minimal external influence on the results, for example as a result of differences in flow between the lidar and tower that might be introduced by the ground cover or the terrain. The impact of these differences can be judged using the International Electrotechnical Committee (IEC) 61400-12-1 Standard (2005, [22] ) for power performance testing of wind turbines, which quantifies the potential impact of obstacles as a function of size and distance. At 1400 m south-west of the mast, there is a small forest (not visible in Figure 1 ), which, according to the Standard, is far away enough that it should not have an influence. East of the met mast, the terrain rises again up to a height of 720 m above sea level. There are also several commercial wind turbines near to the mast which could influence the flow. These obstructions would therefore reduce the free stream sector (according to [22] ) from 171 • to 341 • . However, this large a sector still introduces the chance for flow differences between the devices.
Other studies of this site can be used to understand the podar location and the met mast. The vertical wind profile at the points M1-M4 in Figure 1a was simulated for wind from 295 • using CFD that was validated against measurements from an unmanned aerial vehicle [15, 16] . Results from the CFD ( Figure 3 ) showed a speed-up of ≈20% at 100 m above ground at M4, closest to the escarpment. At M3 the speed-up factor at 100 m above ground is ≈1.15, while at M1 the speed up effect has disappeared and the vertical profile is fully recovered. From these profiles it can also be seen that the 100-m wind speed at M2 is within 2% of M1, i.e., the mean wind speed difference between M2 (near the lidar) and M1 (near the met mast) is minimal. Based on the results from the CFD study, it was decided to limit the data used to a 70 • inflow wind direction sector from 245 • to 315 • . 
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Inflow profile Simulation
Met Mast
The 100 m met mast is located 1000 m east of the escarpment and is equipped with numerous measurement instruments, which are mounted at several heights. It is a met tower that meets the guidelines of the IEC 61400-12-1 (2005) standard for power performance measurements [22] . 
Lidar
The SWE Scanner system and Galion lidar were installed next to each other ≈300 m west of the met mast. Both lidar systems used pulsed lasers and so can measure several heights simultaneously.
The global coordinate system is a right hand system where the u or x 1 -axis points in north direction, the v or x 2 -axis points west direction and the w or x 3 -axis points vertical to the sky. The wind direction corresponds to the Geographic Coordinates from north clock wise. The device coordinate systems (θ = 0 • ) correspond to the global coordinate system (North).
The SWE Scanner was configured to use a modified VAD method known as the six beam trajectory [23] . The trajectory has five points on a circle with a half-opening angle of φ = 15 • and one vertical point in the centre of the circle (Figure 4a (Figure 4b ). These measurements were also used to test a method for determining the second statistical moments of the measured wind speed in complex terrain [24, 25] . The opening angles used were therefore the same as used in [24] . The azimuth angle was equally spaced with θ = 72 • . The order of trajectory points was chosen to give the least time for every measurement sequence. The trajectory looks like a pentagram (Figure 4c The two lidar systems differ in trajectory duration and in the configuration of the half opening angle φ. This difference in configuration enables the influence of these parameters on the measurement quality to be studied.
Data Filtering and Selection
In order to compare the different wind field reconstruction methods with the reference data from the met mast, these must be prepared and filtered in the pre-process. It is necessary to filter the data in order to accurately compare the different systems. The process of filtering and selection is shown in Figure 5 . Data from the lidar and met mast are treated differently: %item[Lidar:] Lidar: The high-resolution recorded lidar data are processed with the wind field reconstruction methods: The last N data points are used for each time step. These methods determine both the wind velocity components u, v, w and statistical parameters (CNR mean , CNR min and CNR max ) for the CNR (carrier-to-noise ratio). The CNR parameters are still required for later data processing. The horizontal wind speed is The two lidar systems differ in trajectory duration and in the configuration of the half opening angle φ. This difference in configuration enables the influence of these parameters on the measurement quality to be studied.
In order to compare the different wind field reconstruction methods with the reference data from the met mast, these must be prepared and filtered in the pre-process. It is necessary to filter the data in order to accurately compare the different systems. The process of filtering and selection is shown in Figure 5 . Data from the lidar and met mast are treated differently:
Lidar: The high-resolution recorded lidar data are processed with the wind field reconstruction methods: The last N data points are used for each time step. These methods determine both the wind velocity components u, v, w and statistical parameters (CNR mean , CNR m in and CNR max ) for the carrier-to-noise ratio (CNR). The CNR parameters are still required for later data processing. The horizontal wind speed is calculated from the wind speed components u, v (Equation (2)).
These data are now subjected to a CNR filter to exclude samples outside of the CNR range. It is important that both the CNR m in and the CNR max are within the CNR limits. Values outside these limits are not taken into account for further consideration. From these data the 10 min statistics are calculated and selected.
Met mast: The recorded data is first subjected to a plausibility test where the system checks that values are within a realistic range. If data is available from a second sensor at nearly the same height a comparison of the data from those sensors is also made, e.g., between the cup anemometer at 100 m and the horizontal wind speed from the sonic at 98 m. Then the 10 min statistics are calculated, and the data is selected according to the selection criteria in Table 1 .
The directional dependency of the lidar met mast data is checked in a different way, represented by the green path in Figure 5 . After filtering and selection, both data streams will contain gaps. Only lidar and met mast measurement data that are available at the same time step are used.
Wind field reconstruction methods
Two different wind field reconstruction methods were used, the Continuous least-square method and a linear model, which additionally use the velocity gradient. In addition, these two algorithms are combined with predicted residual error sum of squares (PRESS) statistics. After filtering and selection, both data streams will contain gaps. Only lidar and met mast measurement data that are available at the same time step are used.
Wind Field Reconstruction Methods
Two different wind field reconstruction methods were used, the Continuous least-square method and a linear model, which additionally use the velocity gradient. In addition, these two algorithms are combined with predicted residual error sum of squares (PRESS) statistics.
. . .
Continuous Least-Square
This procedure, here referred to as continuous least-square (CLS), is a modified variant of the standard VAD method as used in commercial systems [26] to determine the wind velocity components. The idea behind this is that the velocity components are calculated continuously and not after just one trajectory cycle. This means that if the trajectory has N data points, the last N data points will be used for the calculation. Considering Equation (1), a system of equations (Equation (3)) can then be established from these N data points to determine the wind velocity components u, v, w from the lidar data. The matrix A of the equation system consists of the components of the normal vectors n(x, y, z) i of the used N data points. To solve Equation (3), the vector b is multiplied by the inverse Matrix A −1 . If the trajectory has more than three data points (which are at least necessary) the Moore-Penroe pseudoinverse A −1 will be used to solve the system of equations at the time step t. In order to solve this system of equations, it is not necessary to assume the homogeneous flow, since a solution is estimated which has the smallest absolute error. As a result, measurement errors (unrealistic data (e.g., due to bad CNR) strongly distort the solution of the equation system (Equation (3)). These unrealistic data must then be filtered in post-processing.
Predicted Residual Error Sum of Squares (PRESS)
The PRESS method [27, 28] can be used to make the CLS procedure more robust. PRESS detects outliers and excludes them from the evaluation using leave-one-out cross validation. The PRESS method has been used for comparable applications such as cross-validation of samples [29] , but this paper is the first known application of the PRESS method to lidar wind data.
In PRESS, the initial record-containing N data points-is reduced by one value and the reduced record N-1 is used to calculate the underlying model. The calculation scheme is represented in Figure 6 and repeats itself N times for each time step. The new estimated reconstructed line-of-sight velocitŷ v los are calculated from this solution and the inverted model. Then the coefficient of determination R 2 (Equation (4)) is calculated to quantify the goodness of fit. The R 2 is calculated as:
where SS is the sum of the squares for the regression ( reg ) and the total ( tot ); v los represents the mean values andv los is the reconstructed line-of-sight velocity. In each time step a different point is omitted. From these N iterations, the variant with the highest R 2 is selected for further post-processing. Figure 6 . Overview of the workflow to estimate the combination of data points the maximized the coefficient of determination R 2 , based on the input variables v los , the estimated wind velocity components u, v, w, the model predictedv los and the total sum of squares (SS tot ) and the regression sum of squares SS reg .
Linear VAD Model
This procedure is based on the idea of converting the turbulent wind vector v(x, y, z) at the point x 0 , y 0 , z 0 into a linear function through a Taylor polynomial up to the first order to represent the inhomogeneous flow conditions in complex terrain more accurately. The resulting Taylor polynomial for the wind velocity vector v(x, y, z) is represented in Equation (7). This is made up of a stationary value v(x 0 , y 0 , z 0 ) and three directional derivative in space at the point of development (index 0).
v los = u 0 n x + u x n x (x − x 0 ) + u y n x (y − y 0 ) + u z n x (z − z 0 )
The linear approximation (Equation (8)) consists of twelve unknown variables. These are the three wind vector components (u, v, w with index 0) at the point x 0 , y 0 , z 0 and the other nine variables are the partial derivatives (mark with a in Equation (8)) of the three wind vector components in the Cartesian coordinate space (index x, y, z). This equation cannot be solved without further assumptions. Some terms have the same geometric identity and are linearly dependent: the components u y and v x and the terms u z and w x and the v z and w y terms had the same prefactors.
Each gradient pair has the same prefactors as shown in the example for u y and v x : n x y = xy/ f d = xn y with n x = x/ f d ( f d is the distance of the lidar measuring point).
To solve the Equation (8), two important assumptions have to be made:
1. The components are only evaluated along the vertical axis of the lidar device (coordinate origin), which means that x 0 = y 0 = 0. 2. The gradient of the vertical wind speed components in x-and y-direction w x and w y would be zero.
CFD simulations and the results show very small changes in the inclination angle at this test site that support the second assumption [16] . There are no more assumptions possible for the components u y and v x to simplify the Equation (8) and so the two terms are not separable. A case to simplify Equation (8) is when all trajectory points are located on a horizontal plane with the height z 0 = z, then the partial derivatives in the direction of z would disappear. In this work, a lidar system is used which works with constant focal lengths f d and thus places the measuring points along a sphere in space.
With these assumptions it was possible to reduce the number of unknown variables from twelve to nine and a system of equations with these nine unknown variables is obtained. These nine variables consists of the three wind velocity components and the six simplified components of the strain tensor. In order to calculate the unknown components, at least nine linearly independent measuring points are required. The reduced system of equations is represented in Equation (9) . On the left hand side is the known vector b which contains the N measured v losi and on the right hand side are the components of the normal vector in matrix A and the nine components of the linear approximation of the velocity vector in vector x. Equation (9) can be solved by inverting matrix A −1 and multiplying by the vector b.
Results
This section presents the results of the data analysis. First, the lidar data is compared with the three dimensional ultra sonic anemometers (USA) data to determine if there is a directional dependency. For this comparison, the 3-D velocity information from the USA are reduced to the line-of-sight velocity by applying a projection on to the direction of the laser beam. Furthermore, in a second step the results of the three wind field reconstruction methods are compared with the met mast data. For the comparison between lidar and met mast data the method of the ordinary least squares (OLS) is used. The data from the Galion lidar were used for further investigations. Furthermore, the influence of the opening angle on the correlation with the met mast was examined and whether the scan duration has an influence on the results. In order to compare the different methods with each other, the determined confidence intervals are compared with each other.
Directional Dependency
To find out if there is a directional dependency at this test site, the wind vector from the USA v usa at 98 m was projected onto the normal vectors n lidar of the laser beams of the SWE Scanner. The projection is done using Equation (1).
The relative and absolute differences depending on the wind direction and the horizontal wind speed for each azimuthal position of the laser beam are shown in Figure 7 . When looking at these plots, it should be noted that the sector disturbed by turbine wakes is from 341 • to 171 • (Figure 1 ). Figure 7 clearly shows increases in differences between the lidar and ultrasonic measurements in this sector. A closer inspection of the beam in the 288 • direction shows that the positive differences (red dots) are mainly in the direction of the escarpment. There also appears to be an effect of the flow direction on the sign of the difference between the projected lidar wind speed and the value from the met mast in some sectors, whereby flow towards the lidar has a positive difference and flow away has a negative difference. This effect can be seen clearly in the beams at 288 • and 216 • but less so in the other directions. The particularly small differences do not appear to depend on direction or wind speed and also appear to have random distribution.
When the wind is perpendicular to the laser direction (e.g., from 18 • or 198 • for the azimuthal beam from 288 • ), the lidar can only observe the existing vertical component w and the horizontal components should be zero if the alignment is perfect. This arises from Equation (3). From Figure 7 it can be seen that the points on the axes orthogonal to the beam do not have zero magnitude. However, because of different sampling rates, the chance that the lidar and met mast were not perfectly aligned (despite using best practice), and the possibility that the wind direction was not exactly the same at the lidar and mast, it is impossible to say that this difference is solely the vertical wind component w. 12, 16mper s) . The absolute differences between met mast and lidar ( v usa · n, i lidar − v los,i ) are represented in color and the size of points shows the relative differences between met mast and lidar. Positive absolute differences are marked in red, very small differences (magnitude < 0.001) are shown in grey, and negative differences in blue.
Wind Speed Comparisons
In this subsection the results of the different wind field reconstruction method compared to the cup anemometer are presented. The results of the statistical parameters of the OLS are summarized in Table 2 . 8, 12, 16mper s) . The absolute differences between met mast and lidar ( v usa · n, i lidar − v los,i ) are represented in colour and the size of points shows the relative differences between met mast and lidar. Positive absolute differences are marked in red, very small differences (magnitude < 0.001) are shown in grey, and negative differences in blue.
In this subsection the results of the different wind field reconstruction method compared to the cup anemometer are presented. The results of the statistical parameters of the OLS are summarized in Table 2 .
SWE Scanner: Figure 8 shows the results of the comparison between the SWE Scanner and the cup anemometer installed at 100 m using the CLS and PRESS methods.
The results show very similar results for the methods and locations which are investigated. The parameter offset differs by up to 0.4 m·s −1 between the results and the slope changes by 0.04 between the lowest and the highest value. R 2 is similar with values between 0.94 and 0.95. It is noticeable that the results with PRESS (Figure 8b,d ) have larger offsets and slopes than the CLS method ( Figure 8a,c) . These 10 min lidar data contain the point combinations that had the highest R 2 in time step t, which should reduce the effect of outliers. However, this does not lead to an improvement in the agreement between lidar and mast.
The investigated wind speed range in this case was range 0-20 m·s −1 . Data are most frequent in the lower range (up to 10 m·s −1 ), where the 5-95th quantile range of the data is large compared to that seen in the more sporadic wind speeds over 15 m·s −1 .
Version September 4, 2018 submitted to Remote Sens. The same comparison was also made using data from the SWE scanner at the second measurement location near the foot of the met mast. For brevity these results are not shown here. Results at this second (closer) site deviate more from the met mast at low wind speeds than at the first (further) site. At speeds greater than 8.8 m·s −1 , the deviations are smaller compared to position one. These results suggest that the improvement in agreement between the lidar and the met mast are due to the measurement method, not the different locations.
Galion: The results from the Galion system are shown in Figure 9 . For the CLS method all 18 trajectory points were used for the evaluation. A multiple overdetermined system of equations has to be solved. This lidar and method shows a better agreement between the lidar measurements and the met mast than the SWE Scanner measurements (Figure 9a ; offset 0.018 m·s −1 , slope 1.033, R 2 0.974). The trajectory of the Galion lidar consists of three identical trajectories with different half opening angles φ. In order to check whether there is an influence of the opening angle on the measuring quality, the three trajectories were examined and evaluated separately (Figure 9b-d) . It can be seen that reducing the opening angle-implying a sharper cone which is narrower at a given height-leads to a worse correlation (i.e., increased offset, slope further from 1.0, or reduced R 2 ; details are in the Figures).
Results from the linear model are presented in Figure 9e . The offset is 0.03 and the slope (1.026) implies results that are very close to the met mast measurements. The dispersion of the data is small (R 2 = 0.976), the width of the 5-95th quantile is significantly reduced. Increased relative errors occur in the lower wind speed range (≤2 m·s −1 ), likely due to the high turbulence intensity that reduces homogeneity across the measurement cone. However, this wind speed range is not relevant for the production of wind energy. Figure 10a shows the cumulative relative occurrence of R 2 of individual 10 min data for the different methods. The PRESS method has a very concentrated distribution with all R 2 greater than 0.85, and over 78% of the R 2 data greater than 0.95. The CLS method in combination with the SWE Scanner has the widest distribution of the systems and methods that was investigated. The results when using the Galion with an opening angle of φ = 20 • are similarly wide, the differences of the shape of the distribution is very similar to the distribution of the SWE Scanner. A comparison of the ranges of quantiles for the individual methods against a reference value gives a good impression of the relative dispersion of the individual methods. For this purpose the width of the 5-95th quantile is calculated for each method (Figure 10b) . The results of the SWE Scanner with the CLS method were taken as reference because this trajectory is very similar to commercial lidar wind profilers. The narrowest quantile is observed using the linear model and the CLS model for the Galion Lidar with all 18 trajectory points. These procedures achieve a reduction between 20% and 60%.
Comparison of the Statistical Parameters of Methods
In comparison, the PRESS method raises the dispersion by up to 20%. The range is reduced for the other procedures, but not in order as for the linear model.
Discussion
The projection of the met mast USA data onto the normal vector of the lidar showed a directional dependence. This is in line with observations that the terrain significantly influences the inflow over the Albtrauf [16, 21] . CFD analysis [16] does not give a value to quantify the difference and, the CFD analysis assumes neutral stratification. If stratification effects are added as in reality, this could explain the discrepancies between the lidar and the USA.
The difference in error between the met mast and wind field reconstruction using the CLS and PRESS methods is shown in Figure 11 . The results are visualized using the frequency of v cup − v CLS − v cup − v PRESS . Consider a case where the reference or 'true' wind speed is 10 m·s −1 , and the CLS result is 9.7 m·s −1 while the PRESS result is 10.2 m·s −1 . In this case, the PRESS method has led to a better wind field reconstruction, and the result is 0.3 m·s −1 − 0.2 m·s −1 = 0.1 m·s −1 . In this study of 3820 data points, the CLS method resulted in a lower error in 91.1% of the measurement periods. One reason for this is, that the additional measuring point of the CLS method reduces the reconstruction error compared to the PRESS algorithm; the reconstruction error for the wind components is proportional to 1/ √ N where N as number of laser beams [30] . This is also surprising as it was hoped initially that the PRESS method would be more robust than the CLS method because of the rejection of outliers. CLS better PRESS better Figure 11 . The error in the wind field reconstruction using the CLS method, versus the error due to the PRESS method. Negative values indicate that the CLS method had lower error compared to the met mast than the PRESS for a particular 10-minute period.
In the previous section, the correlation between the presented methods applied to lidar measurements and the horizontal wind speeds of in-situ sensors mounted on a met mast was presented. From those results it can be observed that a suitable measurement strategy can improve the agreement between the lidar and met mast.
In this study, using the linear model the agreement with the met mast was considerably improved. The results varies in the magnitude of the CFD simulation of ≈2% and the offset is nearly zero with 0.03 m·s −1 .
In addition, the width of the 5-95th quantile is significantly reduced in average of 26.96%. In summary, it is a clear improvement using the linear method compared to the CLS method. Due to the extended linear model, the horizontal wind speed in complex flow (at least at this location) can be determined much more precisely than with the standard VAD method. Whether this model delivers useful results in general for complex locations is still to be verified by further tests. For this location, the correlation is closer to unity and the offset is nearly zero. Furthermore, there are also optimization possibilities for this model in the trajectory configuration as well as in the selection of the angles φ and θ.
If this result is related to the distributions of R 2 (Figure 10a ), then the influence of the used model is clearly visible. For the PRESS method, the R 2 distribution shows a very concentrated form with over 75% of the data with over R 2 ≥ 0.95. The results of the correlation (Figure 8b) show, however, the worst matches with the measuring mast data. This has the highest offset, the highest slope and the smallest R 2 , as well as the widest confidence interval. The results in Figure 10a shows a very good agreement between the data and the used model, however Figure 8b shows that the used model does not match the met mast measurements.
These results show that increasing the half opening angle φ leads to better correlations between the lidar and mast. The reason for this is that the deterministic error is reduced. This aspect has been shown by the determination of the second statistical moment by lidar data using an analytical model [23] . The optimum angle of a four point VAD method was estimated with an analytical solution to φ = 54.7356 • [30] . This correlates very well with the result in this study. The condition number κ of the A solution matrix illustrates this. The κ describes the sensitivity of the solution to changes in the data. This means that in worst case, the input error is amplified by this κ.
The condition number κ of the different solutions tested here is shown in Table 3 . The largest κ occurs in the CLS procedure for the SWE Scanner with a φ = 15 • . The smallest κ is found using the CLS method with a φ = 55 • . The ratio between largest and smallest κ (4.6) is not directly reflected in difference between the results, but the ability of κ to identify improved scan geometry for the same analysis methods is confirmed by the results.
The question that naturally arises is, how representative are measurements with a φ = 55 • at a measuring height of 100 m? After all, the radius of the circle for this configuration is 76.5 m. This question cannot be answered without further investigation. For load simulations of wind turbines according to IEC 61400-01 [31] , coherent wind fields are created using the exponential coherence model. This model depends on the average wind speed, distance of the observed points and the considered frequency. The validity of the coherence model is related to structures in the wind fields and the wind evolution over time and space, and should be investigated in future studies. Another aspect that needs to be addressed here is the influence of the different scan durations on the measurement results. An overview of the detailed scan duration for the different trajectories is listed in Table 3 . The SWE Scanner measures 5.57 times more data in 10 min than the Galion. This should lead to a reduction of the random error. This can be seen to a lesser extent in the comparison of Figures 8a and 9b which measured with a very similar φ. The characteristic of the different trajectories are listed in Table 3 . The differences between these two half opening angles are marginal (the offset differs by 0.074 m·s −1 , the slope by 0.074 and R 2 by 0.019). At the second position the scan duration was reduced by a factor of 1.84, but there are no noticeable improvements. The averaged error over the wind speed range between 0 m·s −1 and 20 m·s −1 is for CLS at the first position 1.034 m·s −1 and at the second position is a bit less with 1.00 m·s −1 . Unfortunately, the question of the influence of the scan duration cannot be answered on the basis of the results. It is quite clear that the random error is reduced by a higher data availability, but other effects (e.g., opening angle) have a greater influence. Conducting additional experiments in flat terrain with homogeneous flow conditions would be a possible solution there to answer the question on the scan duration.
Further investigations are also necessary into the suitability of the linear model. It should be used at more sites to see if the results observed here apply for different complex terrains types. Furthermore, the gradients should be examined to see whether the assumed values are plausible and realistic. This could be done with the help of CFD simulations, or with the help of gradients the numerical simulation can be validated more precisely. So far, only the 10 min statistics have been compared; investigations with high-resolution data and in the frequency domain should also be carried out.
Conclusions
In this study, different methods for lidar-based wind field reconstruction in complex terrain were investigated. The main objective was to reduce uncertainties in the measurements by using optimized methods for wind field reconstruction. As a side product, the influence of the opening angle and the scanning duration could also be investigated. Two different methods were investigated and these were additionally coupled with the statistical PRESS procedure. The result of the CLS method in combination with PRESS shows a very skewed distribution of high values of R 2 based on the 10 min data, but this is not reflected in the correlation comparison with the in-situ measurements at the met mast. The results of the correlation are worse than the results of the CLS method without PRESS statistics. It could be shown that with the linear model for wind field reconstruction the agreement with the measurements of the in-situ sensors can reach the level of measurements with homogeneous flow. Furthermore, the range of the 5-95th quantile could be reduced by 32.2% on average compared to the reference VAD method. Furthermore, the influence of the opening angle on the measurement results could be shown. The agreement with the mast measurements and the width of the 5-95th quantile was reduced with larger half opening angles φ. The influence of the scan duration on the uncertainties reduction could not be verified with the current data set and measurement set up. In future measurement campaigns with complex flow, the linear model with an optimized trajectory should be used. However, this naturally also requires an appropriate lidar system in which the azimuth and elevation angle can be adjusted because for the application of the linear model, three different half-opening angles φ are necessary. This is currently not possible with the standard lidar wind profilers and it requires so-called all sky scanning devices. 
